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Abstract 
Within a framework of an overview of the 
current status and potential of X-ray microscopy, 
a description is given of the development of the 
King's College scanning instrument which 
produced its first images in September, 1986. 
The instrument was mounted on the newly-built 
undulator beam line at the UK Science and 
Engineering Research Council' s SRS synchrotron. 
There are consequently three sites worldwide 
where high-resolution X-ray microscopes with 
zone-plate optics are in operation. The other 
s ites are BESSY-Berlin and NSLS-Brookhaven. 
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X-ray imaging was first demonstrated in the 
form of microradiography in the nineteenth 
century when a photographic emulsion was used to 
record the X-ray transmission of a specimen 
placed in contact with it. This method, now 
called contact microscopy, is in increasing use, 
photographic emulsions having been replaced by 
high-resolution photoresist layers as detectors 
and utilizing high-intensity synchrotron or plasma 
sources of soft X-rays. The information encoded 
by the detector in contact microscopy is limited 
by the structure of the detector surface and its 
observation requires either optical or electron 
microscopy. Cosslett and Nixon (7) provided a 
basi s for X-ray microscopy by introducing a 
microfocus X-ray source and a projection system 
to produce image magnification; they achieved a 
point to point resolution similar to that 
achieved in optical microscopy. Further progre ss 
towards the realisation of X-ray microscopy at 
improved resolution had to await the development 
of synchrotron sources with appropriately high 
brightness and of suitable optical components for 
focussing X-r ays. 
Soft X-rays, meaning photons with energies 
less than about 1 keV (or wavelengths greater 
than about 1 nm), are of interest because of the 
need to match the high-resolution potential of 
thin specimens with sufficient beam-specimen 
interaction to produce adequate image contrast 
with limit ed beam damage. Currently there are 
three imaging methods which have been 
demonstrated, contact microscopy and X-ray 
microscopy as introduced above, and also the use 
of coherently scattered photons, for example 
X-ray holography of the Gabor type in which waves 
scattered by an object are superimposed coherently 
on the direct incident wave; in principle, coherent 
scattering methods allow reconstruction of the 
object in three dimensions as well as offering the 
possibility of resolutions in the range of a few 
nm due t o their ability of using photons 
scattered at large angles in forming the image. 
In essence, the contact imaging method has 
remained unchanged from its beginnings, apart 
from the increa s ing sophistication of methods of 
X-ray irradiation, specimen containment in 
contact with the photoresist layer, and photore s ist 
RE Burge, AG Michette and P J Duke 
examination (4,8). The contact image is expressed 
as a relief structure following resist development, 
and the detailed characterisation of the relief 
structure, in relation to the X-ray absorption by 
the specimen, is still a research problem. An 
important extension of the contact method which 
uses coherently scattered photons has recently 
been suggested by D Sayre (private communication) 
where successive parallel photoresist layers are 
exposed downstream of the specimen. The images 
are related by a Fresnel propagator and may 
possibly be used to solve the phase problem for the 
complex object wave and to reconstruct the 
three-dimensional distribution of specimen 
absorption. 
X-ray microscopy, meaning the dynamic 
observation of specimens under real-time viewing 
conditions, is required to supplement optical 
microscopy and electron microscopy. The ideal 
microscope would combine the flexibility of the 
optical microscope, which allows, for example, 
hydrated specimens to be examined in air at a 
spatial resolution limited to about 0.2 µm by 
optical wavelengths, with the atomic-dimension 
point to point resolution of the electron micro-
scope, but avoids the preparation procedures in 
electron microscopy which are required to provide 
suitably thin specimens with appropriate electron 
contrast and also circumvents the mounting of 
specimens in a vacuum environment. 
The X-ray microscope provides an imaging 
system which goes some way towards this ideal. 
The imaging of biological material by X-rays 
may be considered with the aid of figure 1, in 
which is plotted the X-ray absorption coef-
ficients for carbohydrate, water, protein, air, 
and also gold at a range of X-ray wavelengths 
through the soft X-ray region. We note, first, 
the absorption coefficient for air at standard 
temperature and pressure is consistent with the 
design of specimen stages in air providing the 
X-ray path length is not more than a few mm, 
alternatively specimens can be mounted in a 
helium-enriched atmosphere. Second, the range 
of absorption coefficients for biological 
material containing water at this range of photon 
energies is consistent with a realistic specimen 
thickness of 5 µm to 10 µm. Third, the 
"water-window", between the K-absorption edges 
for O and C, provides a wavelength region across 
which, for hydrated biological material, little 
correction is necessary for the effects of water 
absorption on image contrast. The questions of 
suitable optical elements for microscope opera-
tion and the achievable spatial resolution are 
discussed below. 
Holographic X-ray microscopy has been 
discussed recently by Howells (9). Holograms 
using synchrotron radiation were first made by 
Aoki et al (1) and an assessment of progress and 
future prospects is made by Howells et al (10). 
No work on X-ray holography using synchrotron 
radiation has yet been attempted in the UK. 
Published work shows that X-ray holography using 
the Gabor geometry and film detectors for record-
ing the X-ray hologram followed by visible 
light reconstruction breaks down around the 0.5 
to 1 µm resolution level. Further progress will 
892 
require either holographic recording using a 
photoresist, with interpretation by electron 
microscopy, or the change to Fourier transform 
geometry. 
X-ray sources 
X-ray microscopy is under intensive develop-
ment at the synchrotron sites BESSY-Berlin, 
NSLS-Brookhaven, LURE-Orsay, KEK-Tsukuba nd 
Hefei. Both X-ray microscopy and holographic 
X-ray microscopy require intense photon sources 
of very high brightness and high spatial coher-
ence. If chromatic optical elements are used the 
radiation incident on the specimen should have 
restricted bandwidth. The practical matter at 
issue is exposure time in relation to image 
spatial resolution, specimen deterioration and 
specimen vibration. For the holograms taken by 
Howells et al (10) using 3.1 nm radiation from 
the NSLS 750 MeV storage ring, exposure times 
using photographic film recording were in the 
range 3 to 100 minutes, and photoresist recording 
times were of the order of hours. For images 
(see below) using the 2 GeV energy Synchrotron 
Radiation Source at Daresbury on the 5U 
(undulator) beam line taken in September 1986, 
the coherent flux in an X-ray probe of 100 nm 
half width was about 2 x 104 photons s- 1 per 1% 
bandwidth. Consequently a 128 x 128 point image 
had an exposure time of about 30 mins. Urgent 
efforts are being made to reduce this exposure 
time by improvements to the monochromator. A 
factor of ten increase in brightness is expected 
after the installation, currently in progress, 
of the High Brightness Lattice (HBL) at the SRS. 
The increased strength of the magnetic focusing 
in the HBL reduces the cross-section of the 
electron beam in the storage ring, thus reducing 
the effective source size as seen from any beam-
line. 
A crucial factor in the current rapid devel-
opment of X-ray microscopy worldwide has been 
the increasing availability of undulator beam 
lines of synchrotron sources and the high levels 
of the coherent photon flux incident on an X-ray 
focusing element following an undulator-mono-
chromator system. Calculations for the spatially 
coherent flu x at a wavelength in the centre of 
the water window with chromatic energy resolution 
A/ 6A ~ 500, expected using the projected 6 GeV 
ESRF* synchrotron at Grenoble with a focused mono-
chromatic spot of 10 nm diameter, predict flu x 
levels between 109 and 101 0 photons s- 1 • For 
X-ray imaging directed towards spatial resolutions 
of 10 nm the pressure for source development is 
to increase the flux levels achievable in nano-
meter spot sizes in order to reduce exposure 
times to practical levels (say < 10s for 512 x 
512 image points in a scanned image). A further 
factor of importance is the tuneability of the 
synchrotron wavelength, allowing images to be 
taken at, and to the side of, an elemental X-ray 
absorption edge thus allowing quantitative 
elemental analysis. Some selected absorption 
edges are listed in Table 1: 
*ESRF: European Synchrotron Radiation Facility 
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Figure 1. X-ray absorption coefficients for 
var iou s soft X-ray wavelengths. The water 
window lies between the K edges for oxygen and 





























Optical systems for X-ray microscopy 
X-ra y optical systems for X-ray microscopy 
may be based either on reflection, eg, as in the 
Wolter geometry (20,21) using grazing incidence 
illumination or the Schwarzschi ld normal incidence 
geometry using the enhanced normal incidence 
reflectivity of multilayers (3,17), or on trans-
mission systems using diffraction, ie, Fresnel 
zone plates. The first X-ray microscopy using 
zone plates and synchrotron radiation was pub-
lished by Schmahl and his group in 1984 (15). 
High-resolution X-ra y microscopic (as dist-
inct from contact) imaging, defining this as a 
spat ial resolution of 50 nm or better, has so far 
been produced entirely using zone plates. For 
this reason zone plate imaging will be cons idered 
in some detail; but the potential for further 
development is noted of the grazing incidence 
Figure 2(a). The optical arrangement (15) of the 
fixed-beam X-ray microscope mounted at the 
BESSY synchrotron, Berlin. A zone plate is used 
as a combined monochromator and condenser and the 
object is followed by an object ive zone plate. 
Unwanted zero order and higher order foci from 
the zone plates are blocked by a combination of 










Figure 2(b). Optical system, following the mono-
chromator, of the King's College scanning X-ray 
microscope (6). The probe-forming zone plate is 
centrally obstructed and unwanted diffraction 
orders are screened by an aperture (or collimator) 
from the specimen. Only the first order and zero 
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Figure 2(c). Proposed optical arrangement (9) 
using a zone plate to produce holographic X-ray 
imaging using Fourier transform geometry. Waves 
over lap from the zero-order object transmission 
and the pinhole at the first order focus of the 
zone plate. 
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Figur e 3. Diagram of King's College/SERC 
Daresbury X-ray microscope. The sample chamber 
at the l eft al lows X-ray contact microscopy. 
The phot odiode provides monitoring of the incid-
ent X- r ay intensity. The detai l Z shows a gol d 
zone plate directly mounted on a vacuum window 
(200 nm t hick si licon nitr ide). The entra nce 
s lit to the microscope is to the immediate l eft 
of the drawing and the system i s evacuated up to 
the zone plate mounting. The spec imen is usual ly 
mount ed in air on a simpl e support attac hed to 
the specimen fine stage. The li ght microscope 
allows specimen observation and a Michel son 
inte r fer omet er using white lig ht fringes assists 
the set t ing of focus. The det ector i s a pro-
portio na l counter. 
GOLD ZONE PLATE 
Fine stage movement (10 nm steps i n x and y, 
range 40 µm) is by inverse pi ezo-el ectric stage 
driv er s . The coarse stage has a range of about 
4 mm i n st eps of 1 µm. 
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approach, especially in the hands of Franks and 
his colleagues at the National Physical 
Laboratory. 
Three optical systems using zone plates are 
shown in figure 2. Figure 2(a) shows the 
fixed-beam microscope (15) mounted at BESSY, which 
has zone plates for both the combined condenser 
and monochromator and for image formation. Both 
zone plates are arranged to work in the first 
order focus; both the zero order and higher 
diffraction orders are screene d from the object 
and image planes. Images are recorded by photo-
graphic film or channel plate. With a fixed 
beam optical system, the whole field of view is 
imaged simultaneously, which is important for 
dynamic observations. Further, the back focal 
plane of the objective i s available for the 
installation of a phase plate; phase contrast 
X-ray microscopy is under development for a wave-
length of 0.8 nm (G Schmahl, private communica-
tion). 
Of course, monochromators need not be based 
on zone plates and the monochromator at SERC 
Daresbury is based on conventional grating dis-
persion. In figure 2(b), the optical sys tem for 
a sca nning X-ray microscope is shown, excluding 
the monochromator. Three scann ing microscopes 
are in operation, at NSLS/Stony Brook, SRS/ King's 
College London, and at BESSY/Gottingen. The 
zone plate produces a fine X-ray spot at the 
spec imen, currently a minimum of 50 to 75 nm in 
diameter in all three microscopes, and the speci-
men i s scanned in a raster across the beam. The 
minimum scanning increment i s about 10 nm and 
stages operate at frequencies up to 1 KHz. As in 
figure 2(b) the zone plate in the scanning instru-
ment has a central obstruction in front of the 
specimen to screen away all but the fir st order 
focus. 
In the fixed-beam microscope the X-ray photons 
passing through the specimen are imaged by a 
zone-plate in first order focus. Since for cur-
rent zone-plates the diffraction efficiency in 
first order focus is only about 5%, most of the 
photons traversing the specimen produce beam 
damage and not image inf ormation. In contrast, 
in the scann ing instrument, all the photons in 
the illuminating cone which are transmitted by 
the specimen contribute to the detected signal 
and this is an important factor in favour of 
choos ing a scanning system. However, the scan-
ning microscope is less useful for the observa-
tion of specimens subject to rapid change. 
The balancing of the advantages and dis-
advantages of fixed beam and scanning X-ray 
microscopes is reminiscent of s imilar discussions 
for optical and electron microscopes. Just as 
for these established microscopes, fixed beam 
and scanning X-ray microscopes are complementary 
and both are needed. 
Figure 2(c) shows how a zone plate system 
may be used to produce a Fourier transform holo-
gram (9). The reference source is provided by 
the focused point at the first order zone plate 
focus and the specimen is illuminated by the 
zero order beam. 
In figure 3 is shown a block diagram of the 
King's College/Daresbury scanning X-ray micro-
scope by which a diffraction image of an entrance 
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aperture at a demagnification of about 1000 times 
is produced at the specimen by the zone plate. 
The preparation and properties of zone plates 
A zone plate is a circular diffraction 
grating with radially increasing line density. 
If the radius of the first zone is r 1, the first 
order focal length f1 is given approximately by 
f1 = r 1/ A, and the mth order focal length fm by 
fm = f1/m where mis an integer . . Both real and 
virtua foci occur. A zone plate with n zones, 
n > 100, has object and image distances related 
in the same way as thin lens. Because of the 
dependence of focal length on wavelength, quasi-
monochromatic illumination of a zone plate is 
necessary with A/ 6A ~ n. The resolution o of a 
perfect zone plate w1th outermost zone width dr 
is given by the Rayleigh criterion as n 
o = 1.22 drn/m. Zone plates are normally designed 
for use in the first order m = 1, hence improve-
ment in point to point resolution directly con-
cerns the reduction of drn. 
Zone plates have been made by three methods: 
(i) a holographic lithographic technique useful 
for both condenser and objective zone plates su-
perimposing two coherent ultraviolet sources at 
a substrate coated with photoresist has been 
developed by Rudolph and his colleague s (15): 
this method has a potential limit for drn of 
about 50 nm. This group has suggested a method 
to produce even finer zones by X-ray interference 
on superimposing first and second order radiation 
from a zone plate made by UV holography (15) but 
it seems unlikely that the mechanical and elect-
rical stabilities at the BESSY synchrotron source 
will allow its practical implementat ion at present. 
(ii) Research groups in Japan (2), Aachen (12) 
and IBM Yorktown Height s (18,19) have developed 
E-beam lithographic procedures using photoresist 
to produce zone plates. The current limit on drn 
from this method, due mainly to instabilities in 
the electron scanning systems i s about 50 nm. 
(iii) The use of electron beam writing by enhanced 
carbon contamination and a matrix of highly accur-
ate local fiduciary marks (5) within a fabrica-
tion procedure using a scanning t ransmission 
electr on microscope partly under microprocessor 
control and partly under operator control. At 
King's College zone plates have been drawn in 
carbon by this method with outermost zone widths 
of between 18 nm and 100 nm, outer diameters of 
up to 50 µm and with several hundred zones. From 
the point of view of the geometry of fabrication, 
and the accuracy of placement of the zones, the 
zone plates with drn = 18 nm are considerably in 
advance of the rest of the world, but the problem 
lies in the relatively low diffraction efficiency 
of a zone plate made in 200 nm thick carbon con-
tamination on a carbon or silicon nitride support-
ing film 20 nm thick. Such a carbon zone plate 
has a first order diffraction efficiency of about 
0.5%, as against about 5% for a gold zone plate. 
A carbon zone plate with dr = 18 nm and a dia-
meter of 36 µmis shown in ?igure 4. Using the 
procedures of microelectronics, viz, replication 
into gold layers by exposing through the carbon 
zone plate using soft X-rays a photoresist 
layer on a gold film, followed by ion beam etch-
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ing, gold zone plates with drn = 75 nm have been 
produced and used in actual X-ray imaging. The 
question of replicating still finer structures, 
eventually achieving drn = 10 nm is an active 
research problem. An alternative possibility is 
to fabricate ultra - fine zone plates directly by 
introducing other contamination than hydrocarbon 
into the path of the electron beam. Possible 
contaminants (13) are the gases WF5 and WC16 for 
depositing tungsten or Cr(C5H6)2 for the depos-
ition of chromium. Some properties of carbon 
zone plates prepared at King's College are shown 












Properties of carbon zone plates 
drn Focal length mm Depth of focus 
(nm) at 3.1 nm {µm) 
100 1 .600 + 6.4 
75 1. 125 + 3.6 
75 1.030 + 3.6 
50 0. 710 + 1.6 
30 0.550 + 0.6 
30 0.345 + 0.6 
18 0. 210 + 0.2 
70 0.560 + 1.6 
*A zone plate with every other absorbing zone mis-
sing has been constructed. This enhances the 
diffraction efficiency in the second order, m = 2, 
and provides a method to image at higher resolution; 
the diffraction efficiency form= 2 may reach 2% 
at best. 
Methods (ii) and (iii) of zone plate 
fabrication have not been applied to the fabrica-
tion of condenser zone plates which have a dia-
meter of 2.5 mm. It would be difficult to 
maintain the necessary nm placement accuracy by 
any e-beam writing process for the zone plate 
rings across such an area. 
The above consideration has been of amplitude 
zone plates, with either (in principle) totally 
transmitting or totally opaque zones. Consider-
ably greater first order diffraction efficiency, 
up to 10% or 15% is expected for phase zone plates. 
Such zone plates are prepared to make a balance 
between phase effects and absorption effects in 
the metallised zones. A potential problem in 
microfabrication occurs since, for a germanium 
zone plate for example for a wavelength in the 
"water window", a thickness of about 400 nm is 
needed, corresponding, for drn = 10 nm, to an 
aspect ratio of 40:1. 
Finally, mention should be made of the 
"jelly - roll" method of making zone plates (16) in 
which alternate layers of materials with differ-
ent X-ray absorption coefficients are sputtered 
on a rotating wire 10 to 20 µmin diameter. 
Phase zone plates may be produced by cutting short 
pieces of the roll and using ion etching to pro-
duce the thickness required. This method is 
undergoing steady development but difficult pro-
blems have yet to be overcome of accurate zone 
placement and zone uniformity with increasing 
radial line density for large numbers of zones. 
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X-ray beam-specimen interactions: radiation damage 
The principal interaction of soft X-ray 
photons with matter is atomic photoelectron emis-
sion, followed at a much lower level of importance, 
by coherent scattering (ie, diffraction of long 
wavelength X-rays) . The latter has actually been 
observed (22) and provides a means to observe 
X-ray diffraction from isolated structures (as 
distinct from a crystal lattice). 
The emission of photoelectrons from a photo-
emissive surface placed behind the specimen in the 
manner used for contact microscopy followed by 
electron acceleration and electron imaging, has 
been developed (14), to produce real-time distrib-
utions of the X-ray intensity transmitted by the 
specimen. Considerable problems have been found 
in the practical development of the method due to 
mechanical instability and the resolution is 
limited currently to about 100 nm because of 
chromatic aberration in the electron images aris-
ing from the range of photoelectron energies. 
The most important property of photoemission 
concerns the absorption edge structure and its 
relationship to elemental detection and quantita-
tive analysis. For this purpose, the atomic 
number dependence of the cross-section for photo-
emission is very much more accommodating than the 
corresponding total mass scattering coefficient 
for electrons. X-ray fluorescence provides a 
further potentially useful signal as a consequence 
of electron rearrangement. X-ray fluorescence 
(XRF) spectroscopy is a well-established method 
for multi -element analysis of solids, powders and 
liquids. However, the efficient application 
of XRF requires much higher energy photons at the 
specimen than those used in X-ray microscopy. 
Concerning radiation damage by X-rays with 
energy < 1 keV, there has been little detailed 
work on the molecular effects in this photon 
energy range which falls between the UV energy 
region and the hard X-ray/gamma ray region in 
both of which there has been extensive work. Up 
to the present, observed X-ray images have not 
been of a sufficiently high resolution to allow 
discussion of more than gross effects of radiation. 
Certainly, considering polymeric and biological 
materials, it would be unreasonable not to expect 
similar effects of radiation to those, for the 
same incident X-ray energies, which produce 
molecular changes in photoresists like PMMA when 
used as photon detectors and for X-ray lithography. 
X-ray images 
The first high X-ray resolution microscope 
images in the UK were taken with the King's 
College/Daresbury scanning microscope in September 
1986, just prior to the SRS shut down for the 
installation of the high brightness lattice. 
Prior to September, the King's College zone 
plates had been tested in the scanning microscope 
at the Brookhaven synchrotron (by courtesy of 
Professor J Kirz), and subsequent to September 
some observations using King's zone plates were 
made in the fixed beam microscope at BESSY {by 
courtesy of Professor G Schmahl). 
X-ray Microscopy and X-ray Imaging 
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Figure 4. A high-resolution zone plate drn = 18 
nm; zone plate diameter 36 µm; inset shows higher 
magnification image of outer zones - the ~hart, 
thick line s are about 0.6 µm long) drawn 1n car-
bon contamination using (the prototype) Vacuum 
Generators HB5 STEM which, for 60 keV electron 
energy operation, has an electron probe of about 
2 nm. Hydrocarbon contamination is introduced 
near the upstream surface of a Pt or Mo apert ure 
disc covered with a thin support film. Initial 
work was carried out with 20 nm thick support 
films of evaporated carbon. Later work has used 
40 nm thick films of boron nitride (courtesy of 
Dr R Feder), which had good transmission of soft 
X-rays and was smoother and flatter than the car-
bon films; these properties assist in the gold 
replication step. 
The hydrocarbon molecules diffuse across the 
film surface and are "fi xed" in position by the 
ele ctron beam. The contamination structures, for 
a stationary beam, are normally about 150 to 200 
nm high and 20 nm in diameter. To write str uc-
tures of still smaller diameters requires the 
contamination level to be reduced. Control of 
the thickne ss of the contamination is affected by 
balancing the reducing bright field image signa l 
against the increasing dark field as the contam-
ination str ucture s grow. 
The placement accuracy currently achieved in 
writing the zone plates is to within a total 
error of about 10 nm across an aperture of 50 µm 
diameter. This accuracy is achieved by separately 
writing fields only a few µmin extent, each being 
related under microprocessor control to a local 
fiduciary mark (the 'T's' in the figure). The 
specimen is rotated mechanically by 10° between 
patches; the total operation of writing a zone 
plate takes about 8 h. 
The zone plates, fo l lowing replication into 
gold, are apodised by evaporation of gold with a 
central spot about 20 µmin diameter following 
the alignment of the masks in a suitable jig. 
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The present purpose, which is essentially 
related to instrumental validation and future 
potential, will be served by showing an image 
from the first two of these phases of activity. 
In figure 5 is shown an early X-ray image of 
a chick ci liar y neurone (from the nervous system; 
specimen prepared by Dr J Pine) taken with the 
NSLS synchrotron, the Stony Brook scanning micro-
scope and a King's College objective zone plate. 
Figure 5(a) is the original image and figure 5(b) 
is an image which has been subjected to computa-
tional procedures for noise reduction and for 
image sharpening. The procedure for image sharp-
ening, for an (initially) unknown point spread 
function describing the X-ray probe, was carried 
out by a new method of blind deconvolution we have 
developed, followed by use of the maximum entropy 
algorithm (program courtesy of Dr J Skilling). 
X-ray images should be seen in the context of 
computer methods of image enhancement, noise 
correction and surface resolution. 
Figure 6 is an image of wet, "living", 
bacterial spores taken with the King's College 
scanning X-ray microscope at the Daresbury SRS 
using a gold zone plate (46 µm diameter, 75 nm 
outer zone width). The specimen was provided by 
Dr S Ogawa. This image formed part of a study of 
the distribution of Ca in the spores and of an 
analysis of the effects of radiation damage. 
Conclusions 
The X-ray microscope has so far emerged as a 
working instrument at three synchrotron sites 
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(BESSY, Brookhaven and Daresbury), capable of 
producing images at a point resolution of about 
50 nm. With further development, a resolut ion of 
10 nm using zone plate optical element s appears 
to be possible. To achieve such a resoluti on, an 
outermost zone width of 10 nm is required t ogether 
with a placement accuracy of the zones of about 
3 nm right across the zone plate diameter of 
about 50 µm. 
Contact microscopy is now considered t o have 
a best resolving power of about 10 nm, limi t ed by 
noise in present photoresists, (4,8). It seems 
l)kely that t~e much more flexible X-ray imagi ng 
microscopes with synchrotron radiation wi ll 
supersede the contact method as the resolutio n 
improves apart from one possibility. The possib-
ility may arise following the rapid (a few nano-
seconds) X-ray exposure provided by X-r ay emiss ion 
from a pla sma created by a pulsed laser source. 
The question at issue is whether the image of a 
beam sensitive specimen, for which the rela xat ion 
times for the processes of molecular damage are 
much longer than the pulse length, is rendered 
essentially without beam damage. An intere stin g 
alternative possibility is, of course, provided 
by an X-ray microscope mounted on a pulsed X-ra y 
source where a similar advantage may accru e . 
The methods of using coherently sca t tered 
photons, as a development of the contact meth od 
on the one hand and in the form of Gabor or 
Fourier transform holograms on the other, seem to 
be converg ing. It will be interesting to see 
whether three-dimensional reconstruction of X-r ay 
holograms becomes a viable proposition as an 
alternative to the obviously practical methods of 
tilt series reconstruction or the imaging of 
successive focal levels through a thick specimen. 
The latter possi bility may supplement th e recon-
struction of th ick sections in electron microscopy 
at present real is ed by many serial secti ons . 
The happy accident of the "water window" 
makes X-ray microscopy of high potential for t he 
study of wet, possibly living, biologi cal speci-
mens at a resolution considerably improved over 
the light microscope. Indeed, the X-ray micro-
scope falls in performance neatly between the 
light microscope and the electron micros cope. In 
order to realise the potential of useful bio logic al 
imaging, the problems of containment of wet and 
of living specimens during examination remain t o 
be solved. A gl ance at Table 2 shows th at the 
higher resolution zone plates have very short 
focal l engths, at least as made currentl y , leading 
t~ p~oblems for specimen mounting, cooli ng and 
tilting. Further development is in hand to inc-
rease the focal l ength by writing the zones to 
large diameters. 
The use of absorption edges for elemental 
microanalysis is potentially important for a 
ran~e of specimens, includin g biological specimens. 
A first study of the mapping of the distribution 
of cal cium in bone has been published (11). 
Application of soft X-ray microscopy in 
materials science generally may take two possible 
forms. First, tra nsmission experiments using, eg, 
polymers, rubbers and resins, ar.d second, scans 
of the X-ray probe across the surface of materials 
in order to generate photoelectron or fluorescence 
signals at high spatia l resolution. 
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The cur r ent rapid progress in the development 
of X-ray mi croscopy has occurred due to the simul-
t aneous occurrence of two f actors. These are, the 
development of the intensely bright synchrotron 
source of photons of tunable energy, and second, 
the advances , due to the processes of micro-
electronics , in the fabrication of optical element s 
of nanometer dimensions. Further dev- · 
elopment call s for ever brighter photon beams and 
the replication of structures which are ever 
smaller in size and increasingly comple x. The 
prospects for the development of phase zone 
plates are increasingly bright. Such optical 
elements will allow imaging with harder X-rays, 
leading to a wider range of applications in the 
science of materials. It is because of the inc-
rea s ingly likely broadening of the photon energy 
range that this paper is headed 'X-ray microscopy' 
rather than 'soft X-ray microscopy'. 
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Discuss ion with Reviewers 
F. Polack: The authors point out the importance 
of making zone plate s with a high aspect ratio 
in order to achieve a high resolution with a good 
efficie ncy. Has the influence of the thickne ss 
of these structures on the point spread functio n 
of the zone plate been inve stigated ? 
Authors: This i s a matter of curr ent inve st iga-
tion. Indications are that, to a fir st approxi -
mation, the point spread function is not 
s ignificantly altered for the aspect ratio s 
presently being used. 
F. Polack: To what extent can image process ing 
re store images downgraded by zone plat e imper-
fections? 
Authors: Thi s i s not a simple question to 
answer, because it depends upon the type of 
imperfection. Loss of re solution caused by 
errors resultin g in widening of the point spread 
function can, t o a certa in extent, be dealt 
with. We feel, at the moment, that our zone 
plate s are sufficiently accurately made th at 
image degradation i s not an important factor . 
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